Direct Capacity Measurement 1 

By GEORGE A. CAMPBELL 

Synopsis: Direct capacity, direct admittance and direct impedance are 
defined as the branch constants of the particular direct network which is 
equivalent to any given electrical system. Typical methods of measuring 
these direct constants are described with especial reference to direct ad- 
mittance; the substitution alternating current bridge method, due to 
Colpitts, is the preferred method, and for this suitable variable capacities 
and conductances are described, and shielding is recommended. Proposed 
methods are also described involving the introduction of electron tubes 
into the measuring set, which will reduce the measurement to a single setting 
or deflection. This gives an alternating current method which is com- 
parable with Maxwell's single null-setting cyclical charge and discharge 
method. Special attention is drawn to Maxwell's remarkable method 
which is entirely ignored by at least most of the modern text-books and 
handbooks. 

THE object of this paper is to emphasize the importance of direct 
capacity networks; to explain various methods of measuring 
direct capacities; and to advocate the use of the Colpitts substitution 
method which has been found preeminently satisfactory under the 
wide range of conditions arising in the communication field. 

About thirty years ago telephone engineers substituted the so- 
called " mutual capacity " measurement for the established " grounded 
capacity " measurement; this was a distinct advance, since the trans- 
mission efficiency is more closely connected with mutual capacity 
than with grounded capacity. Mutual capacity, however, can give 
no information respecting crosstalk, and accordingly, about twenty 
years ago, I introduced the measurement of " direct capacity " 
which enabled us to control crosstalk and to determine more com- 
pletely how telephone circuits will behave under all possible con- 
nections. 

For making these direct capacity measurements alternating cur- 
rents of telephone frequencies were introduced so as to determine 
more exactly the effective value of the capacity in telephonic trans- 
mission, and to include the determination of the associated effective 
direct conductances which immediately assumed great importance 
upon the introduction of loading. 

Telephone cables and other parts of the telephone plant present 
the problem of measuring capacities which are quite impossible to 
isolate, but which must be measured, just as they occur, in associa- 
tion with other capacities; and these associated capacities may be 
much larger than the particular direct capacity which it is neces- 

1 This article is also appearing in the August issue of the Journal of the Optical 
Society of America and Review of Scientific Instruments. An appendix is added here 
giving proofs of the mathematical results. 

IS 
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sary to accurately measure, and have admittances overwhelmingly 
larger than the direct conductance, which is often the most important 
quantity. This is the interesting problem of direct capacity measure- 
ment, and distinguishes it from ordinary capacity measurements 
where isolation of the capacity is secured, or at least assumed. 

The substitution alternating current bridge method, suggested to 
me in 1902 by Mr. E. H. Colpitts as a modification of the potentiometer 
method, has been in general use by us ever since in all cases where 
accuracy and ease of manipulation are essential. 

After first defining direct capacities and describing various methods 
for measuring them, this paper will explain how this may all be general- 
ized so as to include both the capacity and conductance components 
of direct admittances, and the inductance and resistance components 
of direct impedances. 

Definition of Direct Capacity 

It is a familiar fact that two condensers of capacities C u C 2 , when 
in parallel or in scries, are equivalent to a single capacity (G + C 2 ) 
orCi Ca/(Ci + Co), respectively, directly connecting the two terminals. 
These equivalent capacities it is proposed to call direct capacities. 
The rules for determining them may be stated in a form having general 
applicability, as follows: 

Rule i. The direct capacity which is equivalent to capacities in 
parallel is equal to their sum. 

Rule 2. The direct capacity between two terminals, which is 
equivalent to two capacities connecting these terminals to a con- 
cealed branch-point, is equal to the product of the two capacities 
divided by the total capacity terminating at the concealed branch- 
point, i.e., its grounded capacity. 

These rules may be used to determine the direct capacities of any 
network of condensers, with any number of accessible terminals and 
any number of concealed branch-points. Thus, all concealed branch- 
points may be initially considered to be accessible, and they are then 
eliminated one after another by applying these two rules; the final 
result is independent of the order in which the points are taken; all 
may, in fact, be eliminated simultaneously by means of determinants 2 ; 
a network of capacities, directly connecting the accessible terminals, 
without concealed branch-points or capacities in parallel, is the final 
result. Fig. 1 shows the two elementary cases of direct capacities 
and also, as an illustration of a more complicated system, the bridge 

2 See appendix, section 1, for a discussion of determinant solutions. 



20 BELL SYSTEM TECHNICAL JOURNAL 

circuit, with three corners 1, 2, 3 assumed to be accessible, and the 
fourth inaccessible, or concealed. Generalizing, we have the following 
definition: 

The direct capacities of an electrical system with n given accessible 
terminals are defined as the n(n — i) J2 capacities which, connected 
between each pair of terminals, will be the exact equivalent of the system 
in its external reaction upon any other electrical system with which it is 
associated only by conductive connections through the accessible terminals. 
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Fig. 1 — Equivalent Direct Capacities. G t = C u + Cu + C 3 i = Grounded Capacity 

of Branch-Point 4 

The total direct capacity between any group of the terminals and all 
of the remaining accessible terminals, connected together, is called 
the grounded capacity of the group. 

This definition of direct capacity presents the complete set of direct 
capacities as constituting an exact, symmetrical, realizable physical 
substitute for the given electrical system for all purposes, including 
practical applications. Direct capacities are Maxwell's " coefficients 
of mutual induction," but with the sign reversed, their number being 
increased so as to include a direct capacity between each pair of 
terminals. 

In considering direct capacities we exclude any direct coupling, 
either magnetic or electric, from without with the interior of the 
electrical system, since we have no concern with its internal structure; 
we are restricted to its accessible, peripheral points or terminals; 
some care has been taken to emphasize this in the wording of the 
definition. 
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Additive Property of Direct Capacities 

Connecting a capacity between two terminals adds that capacity 
to the direct capacity between these terminals, and leaves all other 
direct capacities unchanged. Connecting the terminals of two distinct 
electrical systems, in pairs, gives a system in which each direct capacity 
is the sum of the corresponding two direct capacities in the individual 
systems. Joining two terminals of a single electrical system to form 
a single terminal adds together the two direct capacities from the two 
merged terminals to any third terminal, and leaves all other direct 
capacities unchanged, with the exception of the direct capacity 
between the two merged terminals, which becomes a short circuit. 
Combining the terminals into any number of merged groups leaves 
the total direct capacity between any pair of groups unchanged, and 
short-circuits all direct capacities within each group. 

These several statements of the additive property of direct capaci- 
ties show the simple manner in which direct capacities are altered 
under some of the most important external operations which can be 
made with an electrical network, and explain, in part, the preeminent 
convenience of direct capacity networks. 




Fig. 2— Colpitts Substitution Bridge Method for Direct Capacity 



Since the additive property of direct capacities is sufficient for 
explaining the different methods of measuring direct capacities we 
may now, without further general discussion of direct capacities, pro- 
ceed to the description of the more important methods of measurement. 
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Colpitts Substitution Bridge Method, Fig. 2 

The unknown direct capacity is shifted from one side of the bridge 
to the other, and the balance is restored by adjusting the capacity 
standard so as to shift back an equal amount of direct capacity. 
The method is therefore a substitution method, and the value of the 
bridge ratio is not involved. Both the standard and the unknown 
remain in the bridge for both settings, so that the method involves 
transposition rather than simple, ordinary substitution. 

Details of the method as shown by Fig. 2 are as follows: To measure 
the direct capacity Cn between terminals 1 and 2 connect one terminal 
(1) to corner 3) of the bridge, and adjust for a balance with the other 
terminal (2) on corner ^and then on C J , while each and every one of 
the remaining accessible terminals (3, 4, ... ) of the electrical system 
is permanently connected during the two adjustments to either corner 
^or (P. If the direct capacities in the standard condenser between 
corners (? and 3) are C, C" in the two balances, 

C u = C" - C 

and if the bridge ratio is unity 3 , 

C u - C u - C + C" - 2C°, 

where C is the standard condenser reading when the bridge alone 
is balanced. 

Two settings are required by this method for an individual direct 
capacity measurement, but in the systematic measurement of all the 
direct capacities in a system the total number of settings tends to 
equal the total number of capacities, when this number becomes large. 
The number of settings may always be kept equal to the number of 
capacities by employing an equality bridge ratio, and using the ex- 
pression for the direct capacity difference given above. The same 
remarks also hold for the group of direct capacities connecting any 
one terminal with all the other terminals. 

In general, ground is placed upon corner C of the bridge, but is 
transferred to corner S), if it is connected to one terminal of the re- 
quired direct capacity. The arbitrary distribution of the other 
terminals between corners #' and C may be used to somewhat control 
the amount of standard capacity required; or it may be helpful in 
reducing interference from outside sources, when tests are made upon 
extended circuits. The grounded capacity of a terminal or group of 
terminals is measured by connecting the group to C , and all of the 
remaining terminals together to 3). 

3 See appendix, section 2. 
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The excess of one direct capacity Cu over another C B 6 is readily 
determined by connecting terminals 1 and 5 to corner S), terminals 
3, 4, 7, 8, . . . to corner C°or Ct ', and then balance with terminals 2 
and 6 on C? and C, respectively, and repeat, with their connections 
reversed . 

Potentiometer Method, Fig. 3 

The required direct capacity C u is balanced against one of its 
associated direct capacities, augmented by a standard direct capacity 




Fig. 3 — Potentiometer Method for Direct Capacity 

C, and the measurement is repeated with the required direct capacity 
and standard interchanged. Let R' ', R" be the resistances required 
in arm CFSBkA the bridge for the first and second balance, then, S 
being the total slide wire resistance and G\ the grounded capacity 
of terminal 1 : 4 



Cis 



R" U ' 



Gi = 



S - R' 

R" 



a. 



This ratio method requires for the bridge a variable or slide wiie 
resistance and a constant condenser, and it may be employed as an 
improvised bridge, when sufficient variable capacity is not available 
for the Colpitts method. Not being a substitution method, however, 

*See appendix, section 3. 
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greater precautions are necessary for accurate results. There must 
be no initial direct capacity in arm (~3) t or a correction will be re- 
quired. Possibly variable capacity ratio arms would be preferable 
to resistances. 

Null-Impedance Bridge Method for Direct Capacity, Fig. 4 

Assuming that the electron tube supplies the means of obtaining 
an invariable true negative resistance, Fig. 4 shows a method which 
determines any individual direct capacity from a single bridge setting. 
The bridge arms are replaced by a Y network made up of two resist- 
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Fig."4 — Null-Impedance Bridge^Method for Direct Capacity 

ances R, R and a negative resistance — R/2; the Y has then a null- 
impedance between corner ffi and corners (?, (? connected together 5 . 
The three terminals 1, 2, 3 of the network to be measured are con- 
nected to corners &, £\ £8 and a balance obtained by adjusting the 
variable standard condenser C . Then C\» = C regardless of the 
direct capacities associated with C J2 and C", since these capacities 
either are short-circuited between corners «5o, #'or «£?, C or are between 
corners £&, 2> and thus outside of the bridge. 

Correct adjustment of the negative resistance may be checked by 
observing whether there is silence in telephone T 2 after the balance 
has been obtained. Assuming invariable negative resistance, this 
test need be made only when the bridge is set up, or there is a change 
in frequency. The bridge may be given any ratio Zi/Z 2 by employing 
a Y made up of impedances Z\, Zi, and — Z\ Zi/(Z\ -\- Z 2 ). 

B See appendix, section 4, which also describes a transformer substitute for theY. 
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Maxwell Discharge Method 6 , Fig. 5 

Connect the terminals between which the direct capacity C vi Is 
required, to A, B and the remaining accessible terminals of this 
electrical system to D. The adjustable standard capacity is C and 
any associated direct capacities in this standard are shown as C", 




Fig. 5 — Maxwell Discharge Method for Direct Capacity 

C" . If Cxi is a direct capacity to ground, interchange C and Cu- 
Balancing involves the following repeated cycle of operations: 

1. Make connections 1, 2, 3 and 7 for an instant (thus charging 
C12, Cis, C", C and discharging the electrometer). 

2. Make connections 4, 5 and then 6 (to discharge condensers C 13 , 
C", mix charges of Cn, C with polarities opposed and connect 
electrometer). 

3. Adjust C to reduce the electrometer deflection when the cycle 
is again repeated. 

When a null deflection is obtained C l2 = C'\ the required direct 
capacity is equal to the standard direct capacity irrespective of the 
magnitudes of the four associated direct capacities. If all capacities 
are free of leakage and absorption, this remarkable method accurately 
compares two direct capacities by means of a single null setting, and 
it requires the irreducible minimum amount of apparatus. 

Balanced-Terminal Capacity Measurement, Fig. 6 

This is defined as the direct capacity between two given terminals 
with all other terminals left floating and ignored, after a hypothetical 
redistribution of the total direct capacity from the given pair of 
terminals to every third terminal which balances the two sides of the 
pair. The balanced-terminal capacity, as thus defined, is equal to 
the direct capacity between the pair augmented by one-quarter of 

8 Electricity and Magnetism, v. 1, p. 350 (ed. 1892). 
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the grounded capacity of the pair, neither of which is changed by the 
assumed method of balancing. 

As illustrated in Fig. 6, terminals 1, 2 are the given pair and terminal 
3 includes all others, assumed to be connected together. A bridge 
ratio of unity is employed, and the entire bridgejis shielded from 
ground with the exception of corners <?, 3) which are initially balanced 




Fig. 6 — Bridge for Determining Hypothetical Capacity Between Two Terminals 
with Other Terminals Balanced and Ignored 



to ground within the range of variable condenser I. The following 
two successive balances are made: 

1. With contacts a, a' closed and b open, balance is secured by 
varying condenser I (the total capacity of which is constant) 
giving the reading C for its direct capacity in parallel with 
terminals 1,3. 

2. With contacts a, a' open and b closed, balance is obtained by 
varying condenser 77, obtaining the reading C" for its direct 
capacity in (?5). 

If C' a , C'o are the corresponding readings without the network, the 
balanced-terminal capacity C/, and the grounded capacity unbalance 
of the given pair of terminals are: 7 

C b = 2{C" - O. 
G 2 - G, = 2 (C - Co). 

7 See appendix, section 5. 
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Any failure to adjust condenser / to perfectly balance the given 
pair of terminals will decrease the measured capacity C b . This fact 
may be utilized to measure the capacity with the second bridge ar- 
rangement alone (contacts a, a' open and b closed) by adjusting con- 
denser 7 so as to make the reading C" of condenser 77 a maximum. 
This procedure presents no difficulty, since the correct setting for 
condenser 7 lies midway between its two possible settings for a balance 
with any given setting of condenser 77; furthermore, C" is not sensi- 
tive to small deviations from a true balance in C. 

Balanced-terminal capacity is of practical importance as a measure 
of the transmission efficiency to be expected from a metallic circuit, 
if it is subsequently transposed so as to balance it to every other 
conductor. In practice, when the unbalance of the section of open 
wire or cable pair, which is being measured, is relatively small, it is 
sufficient to set condenser 7, once for all, to balance the bridge itself 
and ignore the unbalance of the pair. This favors an unbalanced 
pair, however, by the amount (G? — Gi) 2 /4 (Gi 2 + G C d) where 
G12 + G C d is the grounded capacity of the pair augmented by that 
of the bridge. 8 For rapid working, condenser 77 is graduated to read 
2C" and by auxiliary adjustment C" is made zero, so that the re- 
quired capacity is read directly from the balance. 

Additional Methods of Measuring 
Direct Capacity 

Measurement of the capacity between the terminals, taken in 
pairs with all the remaining terminals left insulated or floating, gives 
n{n — l)/2 independent results, from which all the direct capacities 
may be derived by calculation of certain determinants 9 . Practically, 
however, we are in general interested in determining individual direct 
capacities from the smallest possible number of measurements, and 
the first step is naturally to connect all of the remaining conductors 
together, so as to reduce the system to two direct capacities in addi- 
tion to the one the value of which is required. Three measurements 
are then the maximum number required, and we know that two, or 
even one, is sufficient if particular devices are employed. 

The three measurement method of determining direct capacities 
from the grounded capacities of the two terminals taken separately 
Gi, Go, and together (?«, is given by Maxwell. 10 If l7, = C', G y > = 
C + C", and G 2 = C" + C'", 

8 Sec appendix, section 6. 
See appendix, section 7. 
u/fttf., p. lit). 
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then 



Cm — j {Gi + Gi — Gn) 
= h C"' 



which indicates a method by which large grounded capacities can be 
balanced against three variable capacities, only one of which need be 
calibrated, and that one need be no larger than the required direct 
capacity. 

Two-setting methods, as illustrated by the Colpitts and potentio- 
meter methods, rest upon the possibility of connecting one of the 
associated direct capacities between opposite corners of the bridge 
where it is without influence on the balance, and not altering any 
associated direct capacity introduced into the working arms of the 
bridge. Numerous variations of these methods have been considered 
which may present advantages under special circumstances. Thus, 
if conductors 1, 2, 3 of Fig. 7 are in commercial operation, and it is 
not permissible to directly connect two of them together, a double 
bridge might be employed with a testing frequency differing from 




Fig. 7 — Double Bridge for Direct Capacity 

that of operation. A telephone is shown for each ear, and a constant 
total direct capacity is divided between the three branches in the 
proportion required to silence both telephones. 

One-setting methods attained ideal simplicity in the Maxwell 
discharge method, but we found it necessary to use alternating current 
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methods, and here negative resistances make a one-setting method 
at least theoretically possible, as explained above. Of possible varia- 
tions it will be sufficient to refer to the ammeter method Fig. 8. Termi- 

C 12. 






D 




Fig. 8 — Ammeter Circuit for Determining Direct Capacity 

nals 1 and 2 of the required direct capacity C J2 are connected to the 
voltmeter and ammeter terminals, respectively, and all other terminals 
go to the junction point at 3. Then 

I 



Cm = 



2t/£' 



provided the ammeter actually has negligible impedance. The 
method is well adapted for rapid commercial testing. The ammeter 
impedance may be reduced to zero by a variable negative impedance 
device ( — Z), adjusted to reduce the shunted telephone to silence. 

Shielding 

In the discussion of the bridge, it has been assumed that the several 
pieces of apparatus forming the six branches of the bridge have no 
mutual electrical or magnetic reaction upon each other, except as 
indicated. In general, however, a balance will be upset by changes 
in position of the pieces of apparatus, or even by movements of the 
observer himself, whereas these motions cannot affect any of the 
mutual reactions which have been explicitly considered. The skillful 
experimenter, understanding how these variations are produced by 
the extended electric and magnetic fields, will anticipate this trouble 
and take the necessary precautions, possibly without slowing down his 
rate of progress. 

Where hundreds of thousands of measurements are to be made, 
however, substantial savings are effected by arranging the bridge so 
that reliable measurements can be made by unskilled observers, and 
here it is necessary to shield the bridge so that any possible movements 
of the observer and of the apparatus will not affect the results. Mag- 
netic fields of transformers are minimized by using toroidal coils 
with iron cases. Electrostatic fields are shielded by copper cases; 
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the principles of shielding were explained in an earlier paper, 11 Fig. 13 
of that paper showing the complete shielding of the balance as con- 
structed for the measurement of direct capacity by the Colpitts 
method. Over five million capacity and conductance measurements 
have been made with the shielded capacity and conductance bridge 
and in a forthcoming paper Mr. G. A. Anderegg will give details of 
actual construction of apparatus and of methods of operation as well 
as some actual representative results. 

Direct Admittance Measurements 

For simplicity, the preceding definitions and methods of measure- 
ment have been described in terms of capacity, but everything may be 
generalized, with minor changes only, for the definition and measure- 
ment of direct admittances with their capacity and conductance 
components. The essential apparatus change is the addition, in 
parallel with the variable capacity standards employed, of a variable 
conductance standard, which shifts direct conductance from one side 
of the bridge to the other, without changing the total reactance and 
conductance in the two sides of the bridge. This may be practically 
realized in a great variety of ways as regards details, which it will 
suffice to illustrate by Fig. 9, where C", C" , C" , C, G", indicate the 




Fig. 9 — Variable Direct Conductance and Capacity Standard for Direct Admittance 

Bridge 

continuously variable capacity and conductance standards with 
enough step-by-step extensions to secure any desired range. 

For the continuously variable conductance standard a slide wire is 
represented, with a slider made up of two hyperbolic arcs so pro- 
portioned that, as the slider is moved uniformly in a given oblique 
direction, conductance is added uniformly on the left and just enough 
of the wire is short-circuited to produce an equal conductance de- 
crease on the other side. The arcs are portions of the hyperbola 
xy = (L 2 — 5 2 )/4, where L, S are the total length of the wire and of 
the portion to be traversed by the slider, and the coordinate axes are 

"The Shielded Balance, El. W., 43, 1904 (647-649). 
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the slide wire and the direction of the motion of the slider as oblique 
asymptotic axes. 12 L = GS/g = 4 G p(G 2 — g 2 ), where G is the 
total conductance and (G =*= g)/2 the limiting direct conductance on 
either side. 

If an ordinary slider replaces the hyperbolic arc slider, and the 
scale reading is made non-uniform so as to give one-half of the differ- 
ence between the direct conductances C? to 3 and (? to 3, the con- 
ductance standard will still give absolutely correct results with the 
Colpit.ts method, provided the bridge ratio is unity. This simplifica- 
tion in connection with the balancing capacity I of Fig. 6 would, 
however, not be strictly allowable. For improvised testing we have 
found it sufficient to use two equal resistances (R) with a dial re- 
sistance (r) in series with one of them, and take the defect of con- 
ductance introduced by the dial resistance as equal to r/R 2 or to 
10 ~ 2 r, 10~ l r, r, micromho according as R was made 10000, 3162, 
or 1000 ohms. 13 

For a step-by-step conductance standard, Fig. 9 shows a set of 
10 equal resistances, connected in series between corners (?, C t to 
the junction points of which there is connected a parabolic fringe of 
resistances, the largest of which is 2.5 times each of the ten resistances. 
With this arrangement the direct conductance in CtSD may be ad- 
justed by ten equal steps, beginning with zero, whi'e the conductance 
in C3) is decreased by equal amounts to zero. The total res stance 
required for th : s conductance standard 's only 21/25 of the res'stance 
required to make a single isolated conductance equal to one of the 
ten conductance steps; the ratio may be reduced to 1/2 by doubl ng 
the number of contacts, 14 and using onsfringe resistance for all posi- 
tions. Resistance may be still further economized by using as high a 
total conductance as is permissible in the bridge, and securing the 
required shift in conductance from a small central portion of the 
parabolic fringe. 

Fig. 9 shows the variable capacity standards as well as the variable 
conductance standards and a few practical points connected with the 
capacity standards may be mentioned here. 

The revolving air condenser standard has two fixed plates connected 
to (t and u , so that the capacity will increase as rapidly on one side 
as it decreases on the other side. Since perfect constancy of the total 
capacity is not to be expected, on account of lack of perfect mechanical 
uniformity, the revolving condenser should be calibrated to read 

12 See appendix, section 8. 

13 See appendix, section 9. 

14 See appendix, section 10. 
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one-half of the difference between the capacities on the two sides, as 
explained above in connection with conductance. The capacity 
sections employed to extend the range of the revolving condenser 
include both air condensers C and mica condensers C", the latter 
being calibrated by means of the air condensers and the conductance 
standard. 

A novel feature of our standard air condensers is a third terminal 
called the leakage terminal, and indicated at L in Figs. 4, 9. Attached 
to it are plates so arranged that all leakages either over, or through, 
the dielectric supports from either of the two main terminals, must 
pass to the leakage terminal. There can be no leakage directfy 
from one of the main terminals to the other. There is thus no phase 
angle defect in the standard direct capacity due to leakage, and that 
due to dielectric hysteresjs in the insulating material is reduced to a 
negligible amount by extending the leakage plates beyond the dielec- 
tric, so as to intercept practically all lines of induction passing through 
any support. This leakage terminal is connected to corner C of the 
bridge; in the revolving condensers, it is one of the fixed plates. 

Direct Impedance Measurements 

The reciprocal of a direct admittance is naturally termed a direct 
impedance; substituting impedance for capacity, the definition of 
direct capacity, given above, becomes the definition of direct im- 
pedance. The complete set of direct impedances constitutes an exact, 
symmetrical, physical substitute for any given electrical system. 
Direct impedances are often, in whole or in part, the most convenient 
constants since many electrical networks are made up of, or ap- 
proximate to, directly connected resistances and inductances. To 
make direct impedance measurements which will not involve the 
calculation of reciprocals, we naturally employ inductance and re- 
sistance standards in series, the associated direct impedances being 
eliminated as with direct capacities. 

Conclusion 

It has been necessary to preface the description of methods of 
measuring direct capacities by definitions and a brief discussion, since 
direct capacities receive but scant attention in text-books and hand- 
books. By presenting direct capacities, direct admittances, and 
direct impedances as alternative methods of stating the constants of 
the same direct network, employed as an equivalent substitute for 
any given electrical system, it is believed the discussion and measure- 
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merit of networks has been simplified. In another paper the terminol- 
ogy for admittances and impedances will be still further considered, 
together with their analytical correlation. 



APPENDIX 

In explaining the different methods of measuring direct capacities 
it is necessary to start with a clear idea of what direct capacities are, 
and to make use of the additive property, but it is not necessary to 
go into any comprehensive discussion of direct capacities. Accord- 
ingly, the mathematical treatment of direct capacities has been reserved 
for another paper, but it seems desirable to append to the present 
paper proofs of the analytical results given in this paper, since the 
method of approach giving the simplest proof is not always perfectly 
obvious. 

(1) Reducing the number of terminals which are considered 
accessible, by ignoring terminals p, q, r, . . . , changes the direct and 
grounded capacities from {C ih C7.) to (Cij , C7,'), the latter being ex- 
pressed in terms of the former as follows: 

Cy L-ip C|g 

— Cjp Gp — Cpq . 

— Cjq — Cpq Cr q 



Qj = 



Gp Cpq 

— Cpq Gq 



G' { = - Ci, 

where C/, is given by formula above and G, = — C„. 

To check these formulas note that on substituting (G,-, - C {j ) for 
Maxwell's (q iit g</) in his equations (18) 15 the coefficients form an 
array in which the grounded capacity G t is the ith element in the main 
diagonal and - Cy is the element at the intersection of row i, column 
j. The array may be supposed to include every terminal symmetrically 
by considering the earth's potential as being unknown and writing 
down the redundant equation for the charge on the earth. Let the 
charge be zero on terminal j and on all concealed terminals; let there 
be a charge on terminal i and an equal and opposite charge on all the 
remaining accessible terminals, connected together to form a single 
terminal k. Now taking the potential of j as the zero of reference 

a Ibid., p. 108. 



34 



BELL SYSTEM TECHNICAL JOURNAL 



and calculating the potentials of i and k and then allowing the direct 
capacity between j and k to become infinite, the direct capacity 
between terminals i and j is Cy = — Lim (C# Vk /Vi). This gives 
the above formula for Cy, with — Cu as a special case. This method 
is an electrostatic counterpart of the ammeter method shown in 
Fig. 8 on page 29. 

If there is but one ignored terminal the determinant solution takes 
on a simple form from which Rules 1 and 2 and Fig. 1 may be checked. 

If all but two terminals are ignored the equivalent direct network 
is reduced to a single direct capacity. When, for each pair of termi- 
nals, this capacity Cy is known, from measurements or from calcu- 
lations, the direct capacities between the terminals may be derived 
by means of the following formulas 
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where Dy is the cofactor of the element in row i column j of the 
determinant 
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which has zeros in the main diagonal, a border of ones in the last 
row and column, while the other elements are Sy = 1/Cy, that is, 
the reciprocals of the given capacities. The S's form a complete 
symmetrical system of network constants; Maxwell's coefficients of 
potential pa with the two suffixes the same are the same quantities, 
but he employs only those coefficients of this type which are associ- 
ated with the earth, his system being completed by adding the co- 
efficients with different suffixes. By starting with Maxwell's results 
the above formula may be deduced, but more direct proofs, both 
physical and mathematical, will be given in the theoretical paper 
referred to at the end of the present paper. 

The purpose of this section of the appendix is achieved if the de- 
terminant solutions are made so clear as to be available for use in 
any particular case. 

(2) Starting with the bridge alone balanced at reading C° the other 
two settings involve, in the capacity standard, increases in the direct 
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capacity on the left of (C - C°) and (C" - C°), with equal decreases 
on the right. Therefore 

C 12 + Cu + (C - C°) = - (C - C°) + C 13 

Cu + (C- C°) = - (C- C°) + c 13 + c ia 

and adding gives the value of (Cn — Cn). 

(3) The condition of equal impedance ratios on the two sides, as 
required for a balance, gives, for both the switches up and down, 

R' (Gi - C 12 + C) = (S - R') Cn, 
R" G, = (S - R") C, 

respectively, from which the expressions for C J2 and G\ follow. 

(4) The Y of Fig. 4 has unusual properties because the total 
conductance connecting the concealed branch-point of the Y to the 
three bridge corners £?, •%, C is zero. Thus the conductance between 
any one corner and the remaining two corners joined together is infinite, 
or in other words, the Y acts as a short circuit under all these three 
conditions. On the other hand, if corner (?, $?, or C is left floating 
and ignored the conductance between the other two corners is 2/R, 
1/2R or 2/R, respectively, and the Y is not a short circuit. These 
statements are verified at once by applying the familiar expressions 
for resistances in parallel and in series. 

On account of the unusual behavior of the Y, even when taken 
alone, it is not immediately apparent how it will affect the operation 
of the bridge of Fig. 4 with direct capacities between corners <?•$? 
and SHC. For this reason it is highly desirable to find an equivalent 
network the behavior of which is more readily comprehended. It is 
not feasible to employ the delta network which is equivalent to the 

Y for this has indeterminate characteristics, being made up of three 
infinite conductances, only two of which have the same sign. We 
may, however, make use of the Y which is equivalent to the original 

Y and direct capacities C AB and C BC taken together. This is found as 
follows: Any admittance delta may be replaced by a star having ad- 
mittances equal to the sum of the products of the delta admittances 
taken in pairs divided by the opposite delta admittance. Applied to the 
delta of Fig. 1, we find that the star that is equivalent has the capacities 
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where 

S— CnCi\C3i-\-CuCii\Cu-\-C?.z) + 024034(612 + 613) + 034614(612 + 023) 

+ 6*4 (C12 C23 + C23 C13 + C12 C13), 

which, upon substituting the value of 6? 4 , is the sum of 16 terms, each 
of which is the product of three capacities, every combination of three 
capacities being included except the four cases in which the three 
capacities would form a closed circuit. By allowing the capacities 
to be complex quantities, any admittances are covered by the formulas. 
If G 4 = 

nil /-'it nn o 

O 14 __ C-24 _ 1-34 _ O 

C14 6*24 C34 C14C24C34 

or the new Y arms present the same ratios as the original Y arms 
taken alone; that is, the direct capacities C AB , C B c of Fig. 4 have 
no effect on the bridge ratio. Thus the constancy of the bridge ratio 
holds for all null-impedance bridges regardless of the ratio Zi/Z* and 
of the nature of the direct admittances from corners A and C to B. 
If d = and also 624 = Cm and C12 = 0, then 

614 = C24 = — \ Cm = Cu + \ (C13 + C23)- 

Applying this to Fig. 4, which is possible since the bridge ratio is 
unity, we find that the three arms of the equivalent Y may be con- 
sidered as being made up of resistances and capacities in parallel. 
The resistances are R, R, —R/2 and the associated capacities C, C, 
— 2C, where R is the original resistance in the Y and C is one-half the 
sum of the two actual direct capacities from <56*to ^and from <5#to (?. 
The equivalent bridge thus obtained has ratio arms made up of 
ordinary resistances and capacities and therefore Fig. 4 used as a 
bridge can present no unexpected characteristics; the negative 
resistances and capacities of the equivalent Y merely affect the current 
supplied to the bridge. 

An ideal transformer, if such a device existed, might replace the Y, 
for it would maintain a constant ratio between the currents in the 
two windings and act as a short circuit when the bridge is balanced. 
To determine the error when an actual transformer with impedances 
Z p , Z s , Z ts is employed, take the general expression for the ratio 
of the capacities derived above which is 

Cii _ C34 Cu + G4 C13 
C24 Cu C34 + G4 C23 

Change to admittances by substituting Y for C and G throughout. 
Assume the transformer replaced by its equivalent conductance star 
so that 
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1 



Y u = 

Y 2i = 



Zp ~r Zp 5 
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Z s + Zp s 



Y 3i = — -s-ti and by addition 

Zps 



F 4 = 



£>ps &p ^s 



{Z p + z ps ) {z s + Zps) z p ; 

Substituting these values the expression for the actual ratio of the 

bridge arms becomes 

Yii _ Z s + Zps + (Zp Z s - Z%s) Y n 
Y& Z p + Zps + (Z P Z s - Zj s ) F 23 * 

(5) When the bridge alone is balanced at readings C ' and C ", 
let Ccd and G C d be the direct capacity between corners C and S> and 
the total direct capacity between these corners and ground. Since 
G C d >s balanced, the effective direct capacity between corners (?, 3) 
when earth is ignored, is by Fig. 1, (C CD + Gcd/4). Now connect the 
three terminals 1, 2, 3, as shown with direct capacities Cu, Gi — Cu, 
Gi — C u ; G h G-i being the grounded capacities of terminals 1 and 2. 
The first balance with the reading C requires the equality of the 
total capacity added on each side, i.e., 

Gx - Cu + (C - Co') = G 2 - C12 - (C - Co') 

or 

G a - d = 2 (C - Co') 

For the second balance ground may again be considered an ignored 
terminal, and since terminals 1 and 2 have been balanced to ground, 
and their total direct capacity to ground is G i2 = G\ + G 2 — 2G 2 , 
the effective direct capacity added to the bridge between corners 
C and 3> is C b = Cn + Giz/4. Equating the added capacities on the 
two sides of the bridge when balanced at the reading C", we obtain 
C b '= 2 (C" - C '). 

The direct capacity between C and 2> y when ground is considered 
an accessible terminal, is assumed to be absolutely independent of 
the setting of the condenser /. To actually meet this condition will 
require some attention in the design of the variable condenser. 

(6) Here the bridge itself is supposed to have equal direct capaci- 
ties from corners C° and S> to ground, while the added terminals 1 and 2 
have different direct capacities to ground, the difference being 
(G, - G 2 ), while the total direct capacity to ground is (G n + G C d)- 
Now two capacities in series may be replaced by their product divided 
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by their sum, which is equal to one-fourth of the sum minus the square 
of the difference divided by four times the sum. The correction 
due to the difference is thus (G 2 — Gi) 2 /4(Gn + Gcx>), as stated. 

(7) These determinants are given at the end of the first paragraph 
of this appendix. These expressions for the direct capacity are of 
more special interest in the analytical discussion of networks. 

(8) Assume that a wire resistance is to be employed and that a 
sliding contact is to intercept such an amount of resistance that the 
equivalent conductance will vary directly with the motion of the 
slider carrying the contact point. Then if the wire is straight and the 
intercepted portion is of length x and the slider motion is rectilinear 
and its extent is y the relation which holds between them is xy = con- 
stant, the value of the constant depending upon the units employed. 

In the paper it is assumed that the total conductance G, the total 
shifted conductance g, and the resistance of unit length of the slide 
wire p are given ; the total length of wire L and the portion traversed 
by the slider S are then calculated. The arc employed, for each 
half of the slider of Fig. 9, extends equally both ways from the vertex 
to the points where the values of x and y are (L =*= S)/2, on the hyper- 
bola xy = (L 2 — 5 2 )/4. Substituting for L and 5 the values given 
in the paper, it will be found that this range of x actually gives the 
range of conductance (G =*= g)/2, as required. 

(9) The exact defect in conductance is 



-1 _ * = I 

R R + r R(R + r) 



-*( 1 -t+---) 



(10) At mid-point the total conductance due to the five resistances 
(R) on each side, taken in parallel, is 2/5R and to give this same 
conductance an end fringe must have the resistance 2.5R. Assume 
a parabolic fringe having the resistance (5 — n) 2 R/10 at the point 
connected to C? and <?by resistances nR and (10 — n)R. This gives 
a Y network and by Fig. 1 the equivalent direct conductances are 
(10 - n)/25R, n/25R, (5 - n) 2 /250R between £><?, 3>(? t &? 're- 
spectively. The sum of the first two is constant and the first de- 
creases by equal steps, of 1/25R each, to zero as the second increases. 
The parabolic fringe, therefore, gives the required conductances. 

The total resistance in the chain of ten resistances is 10R, in the 
fringe Hi?, and in the largest single fringe 2.5i?. With the complete 
fringe the total required is (10 + 11) R = 21i?; with a single fringe, 
subdivided as required, only (10 + 2.5) R = 12.5R is required. 
Compared with 25R, which would be required for one of the con- 
ductance steps, these resistances are 21/25 and 1/2. 



